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ABSTRACT

 أجريت هذه الدراسة بهدف مقارنة نتائج مستوى فيتامني:األهداف
(د) لدى شريحة من املجتمع السعودي وذلك باستخدام ثالث طرق
. )شائعة االستخدام لقياس مستوى فيتامني (د
 أجريت هذه الدراسة املقطعية خالل الفترة ما بني يناير:الطريقة
، اخلبر،م في مستشفى امللك فهد اجلامعي2013 م وديسمبر2011
 وبعد أخذ موافقة املرضى مت سحب عينة.اململكة العربية السعودية
 هيدروكسي فيتامني25  مريض بالغ وذلك لقياس مستوى200 دم من
3  مت حتديد مستوى فيتامني د لكل فرد باستخدام.(OHD-2) د
 راديو،(CLIA) طرق مختلفة وهي كيميلموسنس اميونو اسي
 كما مت مقارنة.(LC-MS/MS) ( وطريقةRIA) اميونو اسي
 باستخدام املستويات الشائعة لتشخيص3 نتائج طرق القياس
 مت تقييم التحيز بني الفحوصات باستخدام.نقص مستوى فيتامني د
.Bland-Altman Plots
 كان. سنة45.7±16.1  كان متوسط العمر جلميع املرضى:النتائج
 حيث. ذات داللة إحصائية هامة3 االختالف في نتائج طرق القياس
هو األعلى عند القياس باستخدام25-OHD كان متوسط مستوى
) 21.65ng/mL, 95% CI 19.74-23.56 LC-MS/MS(طريقة
13.864ng/mL( CLIA واألقل عند القياس باستخدام
25-OHD  أما متوسط مستوى.),95%CI 12.109-15.618
16.607ng/mL,(  فقد كان بني الطريقتني األخيرتنيRIA باستخدام
 نانوغرام مل نقص30ng/mL  وباستخدام.)95% CI 14.87-18.32
22%و9%و6%  كان طبيعي ًا لدى25-OHD فقد وجد أن مستوى
. على التواليLC-MS/MS وRIA وCLIA باستخدام طرق

Methods: This cross-sectional study was carried out
between January 2011 and December 2012 at King Fahd
Hospital of the University, Al-Khobar, Saudi Arabia.
After informed consent, blood samples for measurement
of 25-OHD level was extracted from 200 adults. The
vitamin D level of each individual were determined
using chemiluminescence immunoassay (CLIA), radioimmuno assay (RIA), and liquid chromatographytandem mass spectrometry (LC-MS/MS) assay. Assays
were also compared through commonly used cutpoints for classification of vitamin D deficiency. Bias
between assays was evaluated using Bland-Altman plots.
Results: The average age of patients was 45.7±16.1
years. A significant difference between the assays was
found. The mean 25-OHD levels were highest for the
LC-MS/MS (21.65 ng/mL, 95% CI 19.74-23.56),
intermediate for RIA (16.607 ng/mL, 95% CI 14.8718.32), and lowest for CLIA method (13.864 ng/mL,
95% CI 12.109-15.618). Using 30 ng/mL as a cutoff
value, only 6% was found to have normal levels of 25OHD using CLIA, 9% using RIA, and 22% using
LC-MS/MS.
Conclusion: Levels of 25-OHD and the prevalence of
vitamin D deficiency are dependent on the assay used.
The reported high prevalence of hypovitaminosis D
among the Saudi population can be partially explained
by the use of assays that underestimate vitamin D levels.
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) هيدروكسي فيتامني (د25  بينت هذه الدراسة أن مستوى:اخلامتة
 وأن،ومدى انتشار نقص فيتامني (د) تعتمد على طريقة القياس
التقارير التي تتحدث عن شيوع نقص مستوى فيتامني (د) لدى
املجتمع السعودي رمبا تكون ناجته عن استخدام طرق قياس تؤدي الى
التقليل من مستوى فيتامني (د) مما يؤدي إلى نتائج إيجابية كاذبة
.بخصوص انتشار املرض
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itamin D deficiency has been known for a long
time to cause skeletal diseases such as rickets in
children, and osteomalacia in adults.1 Apart from
its importance in the management of osteoporosis,
lately it was recognized that an association exists
between vitamin D deficiency and many acute and
chronic illnesses such as cancer, type 1 and type
2 diabetes mellitus, hypertension, cardiovascular
diseases, infectious diseases, autoimmune diseases, and
depression.2-7 With the improved understanding of the
risks of vitamin D deficiency, more attention for the
evaluation of vitamin D status has been undertaken
and the clinical demand for assessment of vitamin D
status has rapidly increased. In general, measurement
of 25-hydroxyvitamin D (25-OHD) level in serum or
plasma is accepted as a reliable indicator of vitamin D
status, but assay technology needs to be able to measure
both D2 and D3 metabolites. Thresholds of serum
25-OHD concentration to define vitamin D deficiency
are highly debated, but there is a consensus agreement
that vitamin D sufficiency should be defined as 25-OHD
level of >75 nmol/L (>30ng/ml), insufficiency as 50-75
nmol/L (20-30 ng/ml), and deficiency as <50 nmol/L
(<20 ng/ml).8 These deficiencies are widespread and it
is higher in the elderly and hospitalized population.9,10
Studies from Saudi Arabia revealed a varying prevalence
of vitamin D deficiency (50-100%) in all age groups.11-14
This high variability of prevalence in the same ethnic
group raises the questions of reliability and accuracy of
the 25-OHD assays used. With the recognized epidemic
of hypovitaminosis D worldwide, it became imperative
to accurately assess circulating levels of 25-OHD.
However, the issue of substantial variability among
different assays make clinical assessment of the vitamin
D status of an individual patient problematic.15,16
Binkley et al17 reported that it is less appreciated that
the assays, which are used to measure levels of 25-OHD
may yield discrepant results, and they were the first to
drew attention of the clinical community to the large
variability in 25-OHD results both between methods
and between laboratories. Several assays are being used
for the measurement of vitamin D in serum or plasma
including competitive binding assay, different manual
and automated immunoassays, high-performance liquid
chromatography (HPLC), and the lately developed
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liquid chromatography-tandem mass spectrometry
(LC-MS/MS) assay, which was found to be the most
accurate and is currently considered the gold standard
method for the assessment of 25OHD level.18,19 King
Fahd Hospital of the University, Al-Khobar, Saudi Arabia
laboratory uses the chemiluminescence immunoassay
(CLIA) method to assess levels of 25-OHD, and we
hypothesized that such an assay is overestimating the
prevalence of hypovitaminosis D. The objective of this
study is to compare the performance of the CLIA assay
method used at our hospital with the radio-immuno
assay (RIA) and the LCMS/MS assay methods among a
sample of the Saudi population.
Methods. This cross-sectional study was carried
out between January 2011 and December 2012 using
a convenient available sample. The study protocol was
approved by the ethical committee of the University
of Dammam, Dammam, Saudi Arabia. The research
was funded by the Deanship of Scientific Research
University of Dammam, and as per University policy
of the University, the study was carried out as per
the principles of the Helsinki Declaration. Prior to
collection of blood samples, a search of the data sources
was made, which included the Cochrane Central
Register of Controlled Trials and Cochrane Database
of Systematic Reviews, EMBASE, MEDLINE, and
the Science Citation Index, for different vitamin D
assays and their reliability. All participants gave an
informed consent to participate and to provide a blood
sample. A total of 200 adult individuals consisting of
50 males and 150 females were recruited. Adult male
and female Saudi patients aged 18 years or older who
attended the orthopedic, endocrinology, or obstetricsgynecology clinics during the study period were invited
to participate. Exclusion criteria were as follow: the
presence of organ failure or disease that affects vitamin
D metabolism, use of vitamin D supplements, or use
of medications that alter vitamin D metabolism and
refusal to consent for the study. A data collection sheet
was used to collect information such as age, gender,
disease conditions, medications used, dietary habits,
and history of osteoporosis or fracture.
Biochemical analyses. Venous blood samples were
collected after an overnight fast for the assessment of
serum calcium, phosphorus, alkaline phosphatase,
parathormone, and 25-OHD levels. Vitamin D
samples were protected from light and stored at -20oC
until analysis. Measurements of 25-OHD level were
performed using a 3 different assay methods.
Chemiluminescence immunoassay. Chemiluminescence
immunoassay was carried out by the Department of
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Special Clinical Chemistry at King Fahd Hospital of
the University, Al-Khobar using DiaSorin (Liaison®,
Saluggia, Italy) analyzer. During the first incubation,
25-OHD was dissociated from the binding protein and
was binded to the specific antibody on the solid phase.
At the end of 10 minutes, vitamin D that linked to the
tracer was added and incubated for another 10 minutes.
The unbound tracer was washed and the starter reagents
were added to initiate the chemiluminescence reaction.
The light signal was measured by photomultiplier as
relative light units (RLU) and was inversely proportional
to the concentration of 25OHD present in calibrator
control, or study sample. Chemiluminescence
immunoassay is a direct competitive CIA for
quantitative determination of total 25-OHD in serum.
It is a popular assay method and accounted for 36% of
the sample returned during the year 2009 carried out
by the External Quality Assessment Scheme for vitamin
D metabolites (DEQAS).20 The sample analysis during
the year 2012 carried out by the DEQAS revealed
run-to-run coefficients of variation (CVs) in the range
of 9.6-13.7%.21
Radio-immuno assay. Plasma samples were
analyzed using Gamma-B, 25-hydroxyvitamin D RIA
(IDS, Boldon, UK) according to the manufacturer’s
instructions. Briefly, after following centrifugation a
proportion of the supernatant were incubated with 125Ilabelled 25-OHD tracer and sheep antibody to 25-OHD.
Antibody-bound 125I-labelled 25-OHD was separated
using antisheep IgG cellulose followed by centrifugation
and decanting. Concentration of 25-OHD is inversely
proportional to the bound radioactivity. To establish
analytic quality standards, controls and samples were
analyzed in duplicate and any sample with a coefficient
of variation of >10% were reanalyzed for confirmation.
The control samples provided by the manufacturer
were within the recommended range. The intra-assay
precision was <7% and the inter-assay precision was
<9% with sensitivity of -3 nmol/L.
Liquid chromatography-tandem mass spectrometry.
The third method used to measure 25-OHD levels in
this study was LC-MS/MS, which was carried out at the
Quest Diagnostics, Lab One, Ohio, USA using an API
3000 triple-quadrupole mass spectrometer (Applied
Biosystems/MDS Sciex, AB Framingham, MA, USA)
following the guidelines by the US National Institute of
Standards and Technology (NIST). Sample analysis was
performed according to the manufacturer’s instructions.
Briefly, initial extraction was carried out via protein
precipitation followed by separation using the HPLC
method, then, detection and quantification was carried
out via tandem mass spectrometry. Concentration of

both 25-OHD3 and 25-OHD2 were used to calculate
the total 25-OHD levels. Analytical sensitivity was
4ng/ml and the reportable range for total 25-OHD was
4-1024ng/ml.
Statistical analysis. Regression analysis and BlandAltman plots were used for comparison between
assays. Bland-Altman plots were also used to identify
mean bias and the 95% limits of agreement between
assays. Vitamin D level was classified as follows:
vitamin D sufficiency defined as 25OHD level of ≥75
nmol/L (≥30ng/mL), insufficiency as 50-75nmol/L
(20-30ng/mL), and deficiency as ≤50nmol/L
(≤20ng/mL). Statistical analysis was performed using
the Statistical Package for Social Sciences software,
version 14.0 (SPSS Inc, Chicago, IL, USA). Data was
presented as a mean±standard deviation (SD). The mean
serum 25-OHD values with 95% confidence intervals
(CI) for each assay results were calculated, and a p-value
of <0.05 was considered as significant.
Results. A total of 200 participants with an
average age of 45.7±16.1 years, consisting of 50 males
(48.1±17.1 years) and 150 females (44.8±15.7 years)
were included. Baseline demographic data of the
participants with the mean and ranges of their different
variables is given in Table 1. The findings revealed a low
inter-assay agreement regarding the level of 25-OHD
(Figure 1). The mean 25-OHD levels came to be
highest for the LC-MS/MS (21.65ng/mL, 95% CI:
19.74-23.56), intermediate for the RIA (16.607 ng/
mL, 95% CI: 14.87-18.32) and lowest for the CLIA
(13.864 ng/mL, 95% CI 12.109-15.618) (p<0.05).
There were also considerable differences between the 3
methods in proportion of participants classified as having
low vitamin D. Using a 30mg/mL as a cut-off value for
normal 25OHD, 6% were found to have normal levels
using CLIA, 9% using RIA, and 22% using LCMS/
MS. Analysis also showed that 57.3% of subjects had
Table 1 - Baseline characteristics and mean 25-hydroxyvitamin D values
among 200 adults.
Parameter
Mean (±SD)
Range
Age (years)
45.7±16.1
18-74
Calcium level (8.5-10.2 mg/dL)
9.09±0.63
7.2-14.9
Phosphorus (2.4-4.0 mg/dL)
3.74±0.52
2.3-5.8
Alkaline phosphatase (40-140 IU)
88.91±35.94
34-302
Parathormone (1.3-6.8 pmol/L)
6.7±3.06
1.35-21.2
CLIA (ng/mL)
13.86±12.65
3-150
RIA (ng/mL)
16.6±12.47
4-150
LC-MS/MS (ng/mL)
21.65±13.7
6-150
Males: 50 and females: 150.
CLIA - chemiluminescence immunoassay, RIA - radio-immuno assay,
LC-MS/MS - liquid chromatography-tandem mass spectrometry
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vitamin D deficiency using the LCMS/MS compared
with 80.8% using the CLIA. Linear regression analysis
was used to analyze the relationship between absolute
differences in serum values between the methods
against the mean of the 2 values in order to assess the
variability at different serum level of 25OHD. The
result revealed that beta coefficient of the regression of
difference in CLIA versus RIA on mean of CLIA versus
RIA was significant, beta coefficient of the regression
of difference in CLIA versus LC-MS/MS on mean of
CLIA versus LC-MS/MS was significant, and the beta
coefficient of the regression of difference in RIA versus
LC-MS/MS on mean of RIA versus LC-MS/MS was
also significant (Table 2). The estimated parameters
were negative and there were no statistically significant
differences found, which indicates that the difference in
variation between the methods were higher while the
serum 25OHD level decreases (Table 2). The correlation
of CLIA with LC-MS/MS was low (R2=0.53), which
is much lower than the correlation between RIA and

Figure 1 - Inter assay relationship between CLIA, RIA, and LCMS/MS.
CLIA - chemiluminescence immunoassay, RIA - radio-immuno
assay, LC-MS/MS - liquid chromatography-tandem mass
spectrometry, HPLC - high-pressure liquid chromatography

LC-MS/MS (R2=0.87). The correlation between CLIA
and RIA is also very low (R2=0.46). The assay bias was
evaluated using Bland-Altman plots (Figures 2-4). The
formula used to calculate the 95% CI was CI=mean
±1.96 SD. Figure 2 shows the bias between CLIA
and RIA. The mean bias for CLIA-RIA is +20.2 with
upper limit of 57.0 and lower limit of -16.7. The mean
value lies between the upper and lower limit. The bias
between CLIA and LCMS/MS is shown in Figure 3. The
mean bias for CLIA-LCMS/MS was +27.7 with upper
limit of 68.5 and lower limit of -13.0. The mean value
lies between the upper and lower limit, while the bias
between RIA and LCMS/MS is shown in Figure 4. The
mean bias for RIA-LCMS/MS was +24.2 and the upper
limit was 53.5 and the lower limit was -5.1.
Discussion. As a result of increased interest in the
role of vitamin D in general health, the use of vitamin
D testing has grown in recent years. Several assays have
been developed for the measurement of vitamin D, and
laboratories have started to use quick, easy, less time
consuming, and less accurate automated assays instead
of the more accurate but labor intensive methodology.
Evaluation of the recently established automated
assays showed variability of performance with wider
CVs, inaccuracy of the results, failure to achieve
minimal performance goals, poor cross-reactivity
with 25-OHD2, and interference from heterophilic
antibodies.21 This raised concerns regarding reliability of
the reported results and the validity of inter-laboratory
comparisons.20,22 DiaSorin (LIAISON®) vitamin D assay
an automated CLIA methodology is the most commonly
used commercial platform among laboratories
participating in the DEQAS.23 The manufacturer’s kit
insert suggests a recovery of 100% for 25-OHD3 and
75% for 25-OHD2; however, DEQAS reported in
2005 a recovery of 54.2% for 25-OHD3 and 29.1%
for 25-OHD2.24 The CLIA is also the only method used
by most of the laboratories in Saudi Arabia, and it is

Table 2 - Linear regression analyses for the relationship between the absolute differences in CLIA, RIA, and LCMS/MS against
the mean of CLIA, RIA and LCMS/MS.
Linear regression analyses

95% confidence intervals
Lower
Upper
bound
bound
(Constant)
10.036
1.492
6.728
0.000
7.095
12.978
Mean-CLIA-RIA
-1.312
0.101
-12.994
0.000
-1.511
-1.113
(Constant)
10.080
1.645
6.126
0.000
6.835
13.325
Mean-CLIA-LCMS/MS
-1.426
0.095
-14.984
0.000
-1.614
-1.239
(Constant)
-3.069
0.547
-5.614
0.000
-4.148
-1.991
Mean-RIA-LCMS/MS
-0.103
0.024
-4.365
0.000
-0.150
-0.057
Dependent variable: difference of CLIA, RIA and LCMS/MS. CLIA - chemiluminescence immunoassay, RIA - radio-immuno
assay, LC-MS/MS - liquid chromatography-tandem mass spectrometry
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Figure 2 - Bland-Altman plot for CLIA-RIA. CLIA - chemiluminescence
immunoassay, RIA - radio-immuno assay

Figure 3 - Bland-Altman plot for CLIA-LCMS/MS. CLIA chemiluminescence immunoassay, LC-MS/MS - liquid
chromatography-tandem mass spectrometry, HPLC - high
performance liquid chromatography

Figure 4 - Bland-Altman plot for RIA-LCMS/MS. RIA - radio-immuno
assay, LC-MS/MS - liquid chromatography-tandem mass
spectrometry

also the method used at our hospital to assess vitamin
D status. In this study, we observed high variability
between CLIA, RIA, and LC-MS/MS assays. The mean
25-OHD level for the study population reported by
CLIA was significantly lower than the mean 25-OHD
level reported by LC-MS/MS (13.86±12.65ng/ml
versus 21.65±13.7ng/ml) and it was significantly
lower than the reported level by RIA methodology.
Although this study was not designed to evaluate the
prevalence of hypovitaminosis D, we found that the
number of subjects with normal vitamin D level was

the highest when using the LC-MS/MS assay method
and the number of subjects diagnosed with vitamin D
deficiency by CLIA method was higher than the number
of subjects diagnosed by LC-MS/MS (80.8% versus
57.3%), which indicates that the CLIA method clearly
overestimates the number of individuals with 25-OHD
concentration <50nmol/L (<20ng/ml) as compared
with the LC-MS/MS assay method. The LC-MS/MS
is currently considered the best method for evaluation
of 25-OHD levels because to the extract procedure
ensures that both free and protein bound 25-OHD are
quantified, and it can separate and accurately quantitate
both 25-OHD2 and 25-OHD3.25 Several studies used
the LC-MS/MS as the gold standard method during
evaluation of other assay procedures.26-28 However,
the instrument is expensive and the systems require
specialized expertise.
The precision for CLIA assay was reported by
Harrison et al29 to be consistently poor. Moon et al27
found that the number of subjects with 25-OHD
concentration <50 nmol/L by LC-MS/MS was 44.6%
compared with 52.2% by CLIA (LIAISON®). Snellman
et al29 on reported 204 twins, and found that 8% of the
subjects were insufficient using HPLC-APCI-MS, 22%
by RIA and 43% by CLIA. While, Lai et al30 studied 813
patients used DiaSorin (LIAISON®) analyzer for CLIA
at 2 different laboratories (laboratories A and B) and
found that 46% (355/765) were classified as vitamin D
deficient using CLIA compared with 17% (128/765)
using LC-MS/MS at laboratory A, and 36% (76/209)
versus 20% (41/209) for laboratory B indicating that
one in 3 patients who were tested were misclassified
by CLIA methodology as having deficiency of vitamin
D. Their findings also indicated that the variability in
vitamin D level is existing not only between assays,
also between laboratories. Within assay and between
assay variability in measurements of 25-OHD levels
were also reported by previous studies.31,32 Linear
regression analysis from this study revealed that
parameters estimates are negative and highly statistically
significantly different from zero, which indicates that the
difference in variation between the methods were higher
as the serum 25-OHD level decreases, and as most of
our patients had low 25OHD levels, the variations is
exaggerated. Contrary to our findings, Snellman et
al29 found the parameters estimate to be positive, and
in their study the difference in variation between the
methods were higher as the serum 25OHD levels
increase. We also found poor correlation between CLIA
and both RIA (R2=0.46) and LC-MS/MS (R2=0.53)
and, which is different from the finding of other studies
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where there was an acceptable correlation between
CLIA and LC-MS/MS (0.9455).28 Similar to the study
conducted by Farrell et al26 we found positive bias when
comparing CLIA and RIA with LC-MS/MS. Holmes
et al31 found positive bias between CLIA and LC-MS/
MS, but negative bias between RIA and LC-MS/MS.
Whereas Moon et al27 found negative bias of -13.5%
when they compared CLIA with LC-MS/MS. The
presence of bias may justify assay specific decision
limits and calls for the standardization of the methods
used to assess vitamin D and its metabolites.21,32,33 We
recommend the standardization of assays should also be
implemented in Saudi Arabia.
Our findings suggest that commonly used
immunoassays for evaluation of vitamin D status can
lead to under-estimation of vitamin D level with overdiagnosing of hypovitaminosis D. The high reported
prevalence of vitamin D deficiency in our community
is possibly related to the use of such imprecise assays.
This implies that some of the patients may be treated
inappropriately as the treatment decisions are likely to
be influenced substantially by the 25-OHD assay being
used.
There are several implications that arise from this
study and cannot be ignored. It appears that the assays
used to diagnose vitamin D levels, in most if not all
over the country, is incorrect and based on these
results patients are treated. Due to this fact we urge the
medical fraternity to conduct similar studies to ours
and make recommendations to appropriate authorities
to streamline the diagnostic procedures for vitamin D
assessment.
The strength of this study arises from the fact that
we compared the commonly used immunoassays with
the gold standard method in Saudi Arabia where the
prevalence of vitamin D deficiency was reported to
be high. However, our study has some limitations
including the small sample size, being non-randomized
and hospital based, in addition to the fact that not all
assays were carried out at a local laboratory.
In conclusion, recently there has been increased
interest in the relevance for vitamin D to human heath
accompanied by increase demand of vitamin D testing
that has led to the use of less precise assays. We found
a large variation between the results of the 3 studied
assays and the use of CLIA led to underestimation of
the vitamin D level and overestimation of the number
of subjects with low vitamin D level. We recommend
the use of the gold standard LC-MS/MS assay, and we
call for a large national community based study of the
prevalence of low vitamin D using the gold standard
method.
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